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Abbreviations:  CCD  =  charge  coupled  device;  CRT  =  cathode  ray  tube;  CAMPI  =  Computer  Analysis  of 
Mammography  Phantom  Images,  MTF  =  Modulation  Transfer  Function,  NPS  =  Noise  Power  Spectra,  CC  = 
Cross  Correlation,  SNR  =  Signal  to  Noise  Ratio. 

INTRODUCTION 

This  is  a  report  on  work  performed  in  the  second  year  of  the  project  "Quantitative  Image  Quality 
Analysis  of  Soft  Copy  Displays".  This  project  has  been  granted  a  1  year  no  cost  extension  and  the  new  end 
date  is  9/30/2002. 

The  scope  of  this  project  is  soft  copy  optimization.  The  purpose  is  to  make  physical  image  quality 
measurements  on  two  video  display  monitors  such  as  are  used  in  digital  mammography.  Phantom  images  will 
be  displayed  on  the  monitors,  and  images  acquired  using  a  state-of-the-art  CCD  (charge-coupled  device) 
camera.  The  images  will  be  analyzed  using  the  Pi's  CAMPI  (Computer  Analysis  of  Mammography  Phantom 
Images)  methodology. 

PROGRESS  REPORT 

The  original  approved  tasks  are  summarized  below. 

1 .  Optimize  the  CCD  method  (optimal  magnification,  effect  of  non-uniformity  etc.),  these  are  detailed 
starting  on  page  11. 

2.  CAMPI  modifications;  This  task  is  completed.  Programs  were  written  in  IDL  to  (a)  create  test  patterns 
and  (b)  analyze  the  CCD  images  of  these  test  patterns.  These  are  described  in  detail  starting  on  page  6. 

3.  Image  acquisitions  and  analysis:  The  need  for  varying  the  contrast  transfer  function  and  LUT  was 
eliminated,  as  explained  in  the  year  1  report.  Preliminary  experiments  were  conducted  to  test  the 
programs.  Finally  a  large  study  involving  creating  414  test  patterns  and  analyzing  their  CCD  images  was 
performed.  These  are  detailed  starting  on  page  6. 

4.  Bridging  calculations;  this  will  be  done  in  the  next  period.  See  also  page  10. 

5.  Quantification  of  image  quality  degradation  due  to  the  CCD  camera:  these  are  detailed  starting  on  page 

11. 


Modifications  to  the  original  plan  are  described  on  page  3 1 . 
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DETAILED  REPORT  ON  TASKS  2  and  3 

Experiment  to  evaluate  effect  of  phosphor  type 

Aim:  The  purpose  of  this  experiment  was  to  evaluate  the  effect  of  two  phosphors  that  are  available  in  medical 
imaging  monitors.  These  are  P-45  (which  is  widely  used)  and  P-104,  which  has  been  proposed  as  a  viable 
alternative.  The  multi-component  P-104  phosphor  can  deliver  greater  luminances  at  the  cost  of  increased 
noise.  There  is  currently  great  interest  in  image  quality  measurements  comparing  these  phosphors. 

Monitors  Studied:  Two  5-megapixel  (2048  x  2560  x  8  bits)  monitors  manufactured  by  Siemens  were 
studied.  These  monitors  were  identical  in  all  respects  except  Monitor  A  had  a  P-45  phosphor.  Monitor  A  had 
a  P-104  phosphor.  Each  was  calibrated  according  to  the  DICOM  standard.  The  monitors  were  driven  by 
DOME  hardware. 

Test  Images:  The  following  512  x  512  images  were  sent  to  U  of  A:  (1)  15  blank  images  at  display  driving 
level  (DDL)  values  of  55, 127  and  200,  where  255  represents  peak  white,  which  were  used  for  noise 
measurements.  (2)  Three  test  patterns  consisting  of  a  periodic  array  of  phantom  elements,  dots,  horizontal 
lines  or  vertical  lines  arranged  in  a  periodic  array. 


Figure  1:  Shown  from  left  to  right  are  the  three  test  patterns  used  in  this  work:  shown  are  5  x  5 
arrays  of  vertical  lines,  dots,  and  horizontal  lines.  The  spacing  parameter  (see  text)  is  4  pixels,  and 
the  contrast  is  128  DDLs  on  a  background  of  127  DDLs  (the  contrast  is  artificially  inflated  to 
optimize  the  printed  appearance  of  these  images).  Each  sub-pattern  is  13  x  13  pixels.  Each  image 
is  512  X  512,  and  was  imaged  by  the  CCD  at  8-fold  magnification  after  centering  on  the  monitors. 


Each  test  pattern  was  characterized  by  a  spacing  parameter,  representing  the  space  in  pixels  between 
neighboring  elements.  Corresponding  to  each  background  value  six  (6)  different  contrast  levels  (10,  15, 20, 
25,  30,  35)  of  each  test  patterns  were  produced.  Three  spacing  values  were  used  in  each  case,  corresponding 
to  2,  3  and  4  pixels.  The  target  containing  patterns  are  summarized  in  Table  1.  In  all  207  images  (45 
background  and  162  containing  targets)  were  sent  to  the  U  of  A  team.  Each  image  was  acquired  at  a 
magnification  factor  of  8  on  the  respective  monitors  and  414  (2  x  207)  images,  each  1316  x  1036,  14  bits  per 
pixel,  were  returned  on  CD-ROMS  to  the  U  of  Penn  for  analysis.  Since  the  images  were  of  different 
brightness  values,  to  satisfactorily  capture  the  information  the  CCD  exposure  time  was  varied.  Separate 
calibration  data  (CCD  digitizer  value  Vs.  DDL)  was  acquired  for  each  exposure  time.  This  was  used  in  the 
linearizing  step,  see  below. 
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Table  1 :  Parameters  of  the  target  containing  images.  Legend:  VL  =  Vertical  lines,  HL  =  Horizontal  Lines, 
MC  =  microcalcification,  CNT  =  contrast,  BKG  =  background,  Type  =  type  of  target,  SPC  =  spacing.  In 
addition  45  blank  images  were  produced  for  the  three  background  values. 


CNT  BKG  TYPE  SPC  CNT  BKG  TYPE  SPC  CNT  BKG  TYPE  SPC  CNT  BKG  TYPE  SPC 
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Analysis 

The  analysis  consisted  of  the  following  steps: 

1 .  Linearizing  Step:  the  CCD  image  pixel  values  were  linearized  using  fitting  functions  developed  under 
SigmaStat  (available  from  SPSS  Software).  A  typical  fit  and  the  calibration  data  points  are  shown  below. 
The  fitting  function  in  this  case  was  f=yO+a*(l-exp(-b*x))+c*(l-exp(-d*x)),  where  x  is  the  CCD  value, 
and  f  is  the  DDL  value.  The  remaining  parameters  are  constants  found  by  the  non-linear  fitting  routine. 


Figure  2:  Typical  calibration  data.  The  curve  is  the  fit  to  these 
points  used  to  linearize  the  CCD  data. 
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2.  Magnification  Correction:  each  test  pattern  (e.g.,  one  of  the  25  regions  shown  in  Figure  1)  image  was 
magnified  by  a  factor  of  8,  to  compensate  for  the  optical  magnification  used  at  the  U  of  A.  [The  images 
returned  by  the  U  of  A  were  much  larger,  and  the  field  of  view  was  smaller,  due  to  this  magnification 
difference.  In  a  separate  experiment  where  digital  magnification  was  varied  around  8,  to  maximize  the 
correlation  match,  the  factor  of  8  was  determined  to  be  correct  to  within  the  experimental  error.] 

3.  Location  identification:  for  each  CCD  image,  the  location  of  the  center  of  the  top-left  pattern  in  Figure  1 
was  identified  manually.  Due  to  the  periodicity  this  determined  all  the  other  centers.  Since  the  monitor  is 
not  moved  relative  to  the  camera  during  image  acquisition,  this  need  be  done  once  only,  and  the  analysis 
program  was  highly  automated.  Also  the  orientation  angle  of  the  acquistion  matrix  was  practically  zero 
degrees  (the  rows  of  the  test  pattern  was  perfectly  aligned  with  the  raster  lines)  so  a  ROI  rotation  in  step  4 
below  was  unnecessary. 

4.  Location  fine  adjustment:  the  location  of  the  center  of  the  top-left  pattern  on  the  CCD  image  was  varied 
by  small  amounts  in  x  and  y,  by  applying  computerized  shifting  using  bilinear  interpolation  (in  Year  1  we 
determined  that  this  was  adequate).  The  cross-correlation  (CC)  was  calculated  between  the  shifted  pixel 
values  and  the  true  pixel  values  (the  test  pattern).  The  CC  was  maximized  to  fine-tune  the  initial  manual 
X  and  y  locations  and  determine  their  optimal  values. 

5.  Peak  CC  value:  The  maximum  cross-correlation  (CC)  value  was  computed. 

6.  Repeat  for  25  replicates:  The  steps  4  and  5  were  repeated  for  each  of  the  25  replications  of  the  basic  test 
pattern,  see  Figure  1 .  This  yielded  25  numbers,  representing  the  peak  CC  value  for  each  pattern  replica. 
These  values  were  averaged  to  yield  the  signal  quantity  S. 
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Figure  4:  Plot  of  contrast  normalized  SNR  for  the  two  monitors  studied.  The 
correlation  seen  is  significant,  in  spite  of  the  measurement  noise.  Hence  the  paired  t- 
test. 
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Table  2:  Final  results  from  the  analysis.  The  quantity  m  represents  the  contrast  normalized  SNR. 
The  other  headings  are  as  in  Table  1 .  avg  =  average,  std  =  standard  deviation,  cv  =  std/avg. 


TYP 

BKG 

SPC 

m(P-45) 

m(P-104) 

MC 

55 
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3.94 

3.44 

MC 

127 
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3.39 

2.30 

MC 

200 
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0.51 

2.22 

MC 
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MC 
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1.54 

MC 
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MC 
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1.74 

MC 

200 

4 

1.09 

1.35 

HL 

55 

2 

10.08 
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VL 
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avg 
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3.21 

std 

3.25 

2.48 

cv 

0.82 

0.77 

p-value 

0.0243 

(paired  t-test) 
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Meaning  of  the  measurements  and  further  avenues  for  research:  our  measurements  seem  to  indicate  that 
the  P-45  phosphor  is  better  than  the  P-104  phosphor.  It  yielded  about  33%  greater  SNR  than  P-104  for  our 
test  patterns.  This  number  represents  an  average  over  3  target  types,  3  background  values  and  6  contrast 
values.  We  have  no  way  presently  of  comparing  our  results  to  others,  as  the  latter  do  not  exist  to  the  best  of 
our  knowledge.  [Note  added:  Based  on  an  alternate  analysis  of  the  same  data  the  differences  are  insignificant 
at  the  5%  level.  This  point  will  be  explored  further.] 

There  are  finer  details  evident  in  the  results  shown  in  Table  2.  For  example,  it  shows  that  (a)  the  normalized 
SNR  falls  as  luminance  goes  up,  presumably  due  to  increasing  noise  and  decreasing  subject  contrast;  (b)  the 
normalized  SNR  decreases  as  spacing  decreased,  due  to  increased  MTF  degradation.  We  will  also  ask  Drs. 
Robert  Wagner,  Robert  Gagne  and  Robert  Jennings  at  the  FDA  to  review  our  results,  as  they  have 
considerable  experience  in  this  area. 

This  data  is  relatively  recent  and  we  will  spend  the  next  few  months  verifying  it  and  writing  a  manuscript 
describing  this  work.  We  are  reluctant  to  rush  this  publication  as  it  could  influence  the  development  of 
technology,  and  we  need  to  be  very  certain.  Also  Prof.  Roehrig  feels  that  the  P-104  sample  monitor  we 
obtained  was  sub-optimal,  and  is  negotiating  with  Siemens  for  another  monitor.  When  this  is  obtained  we 
will  repeat  some  of  our  measurements. 

Among  the  other  checks  we  are  contemplating  are  (1)  an  observer  performance  test,  perhaps  using  the  DCT 
method  of  the  PI  (included  as  Appendix  1);  (2)  inclusion  of  another  target  type  (the  disk  object  in  particular  is 
needed  to  simulate  the  nodules);  (3)  correlation  of  the  data  with  the  physical  measurements  conducted  at  the 
U  of  A;  (4)  use  of  a  smaller  spacing  value  of  1  pixel.  [Note:  DCT  =  Degradation  Comparison  Threshold  ] 


Task  4:  Bridging  calculations.  This  is  the  main  remaining  task  for  the  next  period.  Some  progress  on  this  is 
reported  in  Appendix  2.  We  will  make  calculations  of  the  expected  SNR  for  the  test  patterns  employed  above. 
These  will  employ  the  known  MTF's  and  NPS  curves  of  the  monitors,  as  measured  at  the  Univ.  of  Arizona. 
We  will  calculate  the  expected  values  by  numerical  simulations.  For  example,  a  digital  test  pattern  will  be 
magnified  by  a  factor  of  8,  degraded  by  the  MTFs  and  NPS  functions,  sampled  by  the  CCD  matrix,  and  the 
cross  correlation  values  calculated.  These  lead  directly  to  the  SNR  (non-pre-whitening  numerical  observer) 
estimate  as  noted  previously.  These  will  be  averaged  over  many  noise  realizations,  and  in  this  way  we  can 
systematically  follow  the  expected  variations  and  compare  to  those  observed.  Note  that  this  calculation  would 
be  much  more  difficult  with  ACR  phantom  films  as  originally  proposed,  as  the  noise  and  MTF  degradation  of 
the  x-ray  system,  the  film-screen  system,  etc.,  would  also  have  to  be  modeled.  Uncertainties  in  these  other 
values  would  make  it  more  difficult  to  make  precise  estimates  of  monitor  degradation  and  detract  from  the 
aims  of  this  project. 


9 


DETAILED  REPORT  ON  TASKS  1  and  5 


(NOTE:  Figs.  5  through  10  are  intentionally  missing.  This  made  it  easier  to  include  the  Arizona 
Report,  as  we  did  not  have  computer  versions  of  most  of  their  figures.) 

These  tasks  are  optimizing  CCD  Imaging  Techniques  and  Quantifying  degradations  introduced  by 
the  CCD  Camera.  The  approach  was  as  follows: 

1.  We  took  images  at  different  distances  between  the  CCD  camera  and  the  CRT. 

2.  We  developed  and  improved  software  for  deriving  CRT  performance  characteristics  such  as 
Modulation  Transfer  Functions  (MTF)  and  Noise  Power  Spectra  (NPS). 

3.  We  experimented  with  various  stimuli  like  “squarewave  patterns”,  “lines”  and  “white  noise”, 
needed  for  finding  MTFs. 

4.  We  acquired  instrumentation  such  as  an  x-y-z  Translation  Stage,  an  optical  table  and  a  lightbox. 

5.  We  experimented  with  various  methods  to  generate  “flatfields”,  images  necessary  to  correct  for 
CCD  and  lens  non-uniformities. 

The  accomplishments  are  summarized  as  follows. 

1.  Taking  images  at  different  distances  between  the  CCD  camera  and  the  CRT 

When  taking  images  at  different  distances,  this  distance  was  quantified  in  terms  of  effective  linear 
magnification,  i.e.,  the  ratio  of  linear  CRT  pixel  dimension  to  linear  CCD  pixel  dimension.  A  value 
of  Mag  =  8  means  that  the  linear  dimension  of  a  CCD  pixel,  when  projected  onto  the  CRT,  is  1/8  of 
the  linear  dimension  of  a  CRT  pixel,  or  conversely,  when  the  CRT  pixel  is  projected  onto  the  CCD, 
its  linear  dimension  is  8  times  the  linear  dimension  of  a  CCD  pixel.  Consequently  a  total  of  8  x  8  = 
64  CCD  pixels  will  cover  one  CRT  pixel.  Magnification  values  investigated  were  Mag  =  4.5,  Mag  = 

6.  Mag  =  8  and  Mag  =10. 

Fig.  1 1  shows  MTFs  of  the  CCD  camera  for  three  of  these  four  values  of  magnification  (Mag  =  4.5, 
Mag  =  6,  and  Mag  =10)  plus  an  extra  one,  namely  Mag  =  5.1.  Notice  that  the  MTFs  improve 
noticeably  from  Mag  =  4.5  to  Mag  =10  with  a  cut-off  at  about  30  Ip/mm.  Marked  in  the  graph  is  also 
the  Nyquist  frequency  of  a  typical  high  performance  CRT,  which  is  about  3.5  Ip/mm.  The  MTF  of 
the  CCD  camera  for  this  CRT  Nyquist  frequency  is  between  85  and  90  percent.  It  is  clear  that  even 
for  a  Mag  =  4.5  and  particularly  a  Mag  =  8,  most  commonly  used  in  our  lab,  the  influence  of  the 
CCD  camera  on  the  MTFs  of  CRTs  measured  with  this  CCD  camera  is  very  small.  Nevertheless 
corrections  of  the  measured  CRT  MTFs  are  in  order. 

Fig.  12  shows  MTFs  of  a  high  performance  Siemens  monitor  with  a  PI  04  phosphor  at  a  low 
luminance  level  (input  command  level  only  1 13  ADU  on  an  8  bit  scale)  in  the  horizontal  direction 
for  all  four  magnification  levels  and  the  vertical  direction  for  the  two  magnification  levels  Mag+8 
and  Mag=10.  Notice  that  there  don’t  seem  to  be  major  differences  in  the  MTFs  for  different 
magnification  values.  We  suspected  this  from  inspection  of  Fig  1 1,  the  MTFs  of  the  CCD  camera  for 
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different  magnification  values.  While  the  MTFs  of  the  CCD  camera  depend  strongly  on  the 
magnification  value,  particularly  at  their  cut-off  frequencies  from  18  to  35  Ip/mm,  they  do  not  vary 
significantly  at  3.5  Ip/mm,  which  is  the  Nyquist  frequency  of  most  high  performance  CRTs. 

Incidentally,  the  MTFs  shown  in  this  Fig.  12  were  evaluated  with  the  computer  program,  otherwise  it 
would  have  been  impossible  to  do  this  part  of  the  study  in  a  timely  fashion. 

We  also  made  measurements  of  the  CRT  noise  at  the  four  magnification  levels  Mag  =  4.5,  Mag  =  6, 
Mag  =  8  and  Mag  =  10  by  taking  images  of  uniform  fields  of  the  CRT.  The  CCD  images  then  were 
subjected  to  a  Fourier  Transform  Techniques  resulting  in  the  Noise  Power  Spectrum.  It  is  important 
to  remember  that  the  noise  of  a  CRT  is  mainly  determined  by  the  granularity  of  the  phosphor  layer, 
and  temporal  noise  rarely  plays  a  role. 

Fig.  13  shows  the  four  power  spectra  for  the  case  that  the  luminance  of  the  uniform  area  was 
determined  by  a  command  level  of  127  ADU.  As  expected,  the  different  magnification  ratios  result 
in  different  Nyquist  frequencies  for  the  respective  power  spectra,  which  is  what  would  be  expected. 
However  at  this  time,  it  is  not  clear,  why  the  magnitudes  are  so  different  and  more  analysis  is 
appropriate. 


2.  Development  and  improvement  of  software. 

One  of  the  big  problems  of  CRT  evaluation,  particularly  with  respect  to  finding  the  MTF,  is  the  fact 
that  the  CRT  is  a  non-linear  device,  that  means  the  input  stimuli  need  to  be  small  in  amplitude  in 
order  for  the  non-linear  CRT  to  act  as  a  linear  device. 

An  additional  problem  in  the  evaluation  was  the  actual  evaluation,  i.e.  the  analysis  of  the  images 
with  the  various  stimuli.  This  was  always  done  manually.  As  a  result  the  evaluation  took  always  a 
long  time.  As  an  example,  finding  the  MTF  as  derived  from  the  squarewave  response  would  take  a 
skilled  evaluator  3  days. 

We  therefore  developed  a  computer  program  which  would  do  the  evaluation  of  the  images 
automatically.  Needless  to  say  this  was  a  major  effort,  which  actually  is  not  completed  and  needs 
continued  refinements. 

The  program  is  described  briefly  in  the  following. 

Operation: 

The  input  to  the  program  is  a  file  of  type  *.img  (with  pixels  of  depth  14  bits  and  a  10  byte  header. 
The  header  stores  the  size(rows  and  columns)  of  the  image  and  also  if  the  pixels  are  arranged  in  the 
little  "ENDIAN"  fashion).  The  image  should  be  a  square  wave  pattem(  a  one  dimensional  profile 
across  the  image  should  approximately  be  a  square  wave).  The  path  and  the  name  of  the  file  to  be 
analyzed  is  written  into  the  file  "PROFILE.TXT"(in  the  form 

"D:\temp\new_siemens\ratiol0\rotated\200_10.img")  from  which  the  program  reads  the  image  and 
writes  the  output  into  a  file  called  "MTF.TXT"  in  the  same  directory. 
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When  the  program  is  run(the  .exe  file  executed),  it  asks  for  the  pixel's  size  of  the  CRT.  The  pixel 
size  on  the  CRT  is  l/(2*Nyquist  Frequency)  i.e.  the  Nyquist  frequency  of  the  CRT.  It  also  asks  for 
the  number  of  CCD  pixels  used  for  every  CRT  pixel  which  basically  is  the  number  of  pixels  with 
which  a  CRT  pixel  is  oversampled  (the  above  mentioned  magnification  value  Mag). 

The  program  by  default  works  for  images  with  horizontal  bar  patterns.  To  calculate  the  horizontal 
MTF  from  Vertical  bar  patterns,  the  image  has  to  be  rotated  90  degrees  and  saved  and  its  path 
written  into  "PROFILE  .TXT".  The  program  is  "Windows  95/98,NT,  2000"  compatible. 

ALGORITHM: 

The  value  of  pixels  along  five  profiles  taken  across  different  cross  sections  of  the  image  is  averaged. 
The  edges  of  the  square  waves  in  the  profile  are  detected  to  ensure  integral  number  of  cycles  are 
Fourier  Transformed.  The  Nyquist  frequency  is  then  detected  and  depending  on  the  ratio  of  the 
fundamental  frequency  and  the  Nyquist  Frequency,  the  harmonics  in  the  Fourier  Transform  data  are 
picked  up  and  written  into  MTF.TXT. 

Fig.  14  (a)  and  (b)  show  MTFs  of  a  high  performance  Siemens  monitor  (with  a  P45  CRT),  evaluated 
from  the  squarewave  response.  The  MTFs  in  Fig.  14  (a)  were  evaluated  manually,  while  the  MTFs 
in  Fig.  14  (b)  were  evaluated  with  the  program.  Notice  the  close  agreement  of  the  MTFs. 


3.  Experiments  with  various  stimuli  like  “squarewave  patterns”,  “lines”  and  “white 
noise”,  needed  for  finding  MTFs 

A  major  problem  in  the  performance  evaluation  of  CRTs  was  always  the  fact  that  MTFs  derived 
from  different  stimuli  or  different  methods  such  as  squarewave-response,  line-response  and 
broadband-response  (resulting  from  transmission  of  white  noise)  usually  differed. 

Fig.  15  illustrates  the  3  kinds  of  stimuli  used  for  determination  of  the  MTFs.  Notice  the  small 
signals,  identified  as  A  ADU,  which  should  allow  application  of  Fourier  Transform  Techniques  for 
the  “quasi  linear  system” 

Concentrating  on  the  factors  which  caused  the  differences,  we  found  for  instance  that  even  small 
differences  in  the  mean  value  of  the  luminance  would  cause  differences  in  the  MTFs  derived  from 
the  squarewave  response  and  from  the  line  response.  Another  factor  are  the  small  signals,  identified 
as  A  ADU,  which  would  permit  to  consider  linearity  for  the  CRT.  Paying  attention  to  these  details 
we  found  equivalence  in  the  MTFs  of  several  CRTs  for  the  three  methods  of  stimuli  illustrated  in 
Fig.  15. 

Fig.  16  (a),  (b),  and  (c)  show  the  result,  measured  (and  evaluated  manually)  on  a  medium  resolution 
1600  X  1200  monitor.  Fig.  16  (a)  shows  MTF  derived  from  the  squarewave  response,  Fig.  16  (b) 
shows  MTFs  derived  from  the  line  response,  and  Fig.  16  (c)  shows  the  MTFs  derived  from  the 
response  to  white  noise,  i.e.,  the  broadband  response.  Note  that  the  agreement  of  all  MTFs  for 
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squarewave  response,  line  response  and  the  MTFs  of  the  broadband  response  for  1 13  and  200  ADU 
of  the  horizontal  MTF  as  well  as  the  200  ADU  of  the  vertical  MTF  are  very  close. 

The  much  lower  MTF  for  vertical  direction  and  low  luminance  value  (113  ADU)  of  the  broadband 
response  (the  uppermost  graph)  is  a  mystery  up  to  this  time  despite  all  efforts  to  find  the  cause  for  it 
and  requires  more  investigation. 

4.  Acquisition  of  instrumentation  necessary  for  Task  5 

We  acquired  an  x-y-z  translation  stage,  an  optical  table  and  a  lightbox.  And  we  mounted  a  CCD 
camera.  Fig.  17  is  a  photograph  of  this  set-up.  So  far  it  has  been  used  to  determine  the  MTFs  of  the 
CCD  camera,  described  in  Fig.  1 1  above. 


5.  Using  a  new  method  to  generate  flat  fields. 

An  important  and  very  popular  method  to  correct  for  CCD  and  lens  non-uniformities  is  the  method 
of  “flat-fielding”.  Here  an  image  of  a  imiform  field  is  taken  by  the  CCD  camera  for  the  specific 
imaging  geometry  (i.e.  magnification  and  lens  f-stop)  This  image  is  stored  in  computer  memory. 
After  taking  the  image  of  the  desired  scene  (i.e.  the  raw  image),  this  raw  image  is  devided  by  the 
flatfield  pixel  by  pixel  and  afterwards  multiplied  by  a  factor  proportional  to  the  mean  value  of  the 
flatfield  to  result  in  the  corrected  image  of  the  desired  scene. 

One  of  the  big  problems  in  CRT  evaluation  with  a  CCD  camera  is  the  fact  that  the  CRT  by  itself 
catmot  serve  as  the  flat  field  being  that  there  are  the  CRT  raster  lines,  which  are  rarely  stable.  There 
is  always  some  small  jitter  and  two  successive  CCD  images  of  the  rasterlines  can  rarely  be 
subtracted.  On  the  other  hand,  there  is  no  space  for  a  uniform  light  box  or  integrating  sphere. 

A  surprisingly  simple  solution  was  to  acquire  a  highly  diffusing  opal  glass  and  mount  it  right  in  the 
center  of  the  CRT  right  on  the  CRT’s  faceplate.  The  opal  glass  is  very  imiform  and  extremely 
smooth  (no  apparent  granularity).  It  diffuses  the  light  from  the  CRT  and  no  CRT  raster  lines  are 
visible. 

Fig.  18  is  a  photograph  of  the  opal  glass  and  Fig.  19  is  a  photograph  of  the  CCD-CRT  combination 
with  the  opal  glass  mounted  on  the  CRT  during  the  procedure  to  generate  the  flatfield.  In  order  to 
perform  a  flat  fielding  procedure,  the  CCD  camera  is  moved  away  from  the  CRT  by  the  distance 
between  the  CRT  phosphor  and  the  surface  of  the  opal  glass. 

Fig.  20  is  the  actual  flatfield,  stored  in  the  computer  and  used  by  the  program  to  do  flat  field 
correction.  Notice  that  it  looks  almost  identical  to  the  raw  image,  but  it  is  different  as  far  as  noise  is 
concerned,  because  it  is  generated  by  averaging  of  10  raw  images. 

Fig.  21  is  an  uncorrected  (“raw”)  CCD  image  of  the  opal  glass,  mounted  in  front  of  the  CRT  and 
back  illuminated  by  the  light  emitted  by  the  CRT  as  seen  in  Fig.  19.  Notice  the  non-uniformity, 
which  mainly  stem  from  the  lens  and  to  a  lesser  degree  from  the  gain  fluctuations  of  the  CCD  array. 
Fig.  22  is  the  corrected  (“flatfielded”)  CCD  image  of  the  same  portion  of  the  opal  glass.  Now  all  the 
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non-uniformities  are  gone.  The  mean  value  of  10500  ADU  is  that  of  the  raw  image  minus  the  CCD 
dark  level,  and  the  standard  deviation  is  about  70.  This  standard  deviation  is  due  to  the  photon  noise 
of  that  portion  of  light  from  the  opal  glass  collected  by  the  lens  and  recorded  by  the  CCD  for  the 
particular  quantum  efficiency  of  the  CCD  (somewhere  around  35  %). 


14 


MTF 


0.00  10.00  20.00  30.00 

Spatial  Frequency  (Ip/mm) 


MTF  of  the  CCD  camera  for  different  values  of  magnification 


MTF 


I  .UVJ 


MTFs  of  Siemens  Monitor(104)  for 
different  "Magnifications" 


Frequency 


Fig  12  Horizontal  and  vertical  MTFs  at  low  luminance  levels  (command  level  =113  ADU)  of  a  Siemens 
itt^onitor  with  a  PI 04  phosphor  for  different  magnification  values. 
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Fig  13  Noise  power  of  a  Siemens  monitor  with  a  PI  04  phosphor,  measured  at  different  magnification 
values  (identified  here  as  “Ratio”) 
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Fig  14a  MTFs  of  a  high  performance  Siemens  monitor  with  a  P45  phosphor,  evaluated  manually 


18 


MTF 


1.20  ^ 


Siemens  P45:  MTF  derived  from  the  Square  Wave 
response  using  the  computer  program 
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Fig  14b  MTFs  of  a  high  performance  Siemens  monitor  with  a  P45  phosphor,  evaluated  by  the  computer 

program 
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Examples  of  input  stimuli  for  the  measurement  of  MTF: 

Squarewaves  (superpositions  of  sinewaves),  lines  (rectangles)  and  white  noise 
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Fig  1 5  Schematic  illustrating  the  various  input  stimuli  used  for  the  measurement  of  MTFs  of  CRTs. 
Notice  the  small  signals,  identified  as  A  ADU,  which  should  permit  to  consider  the  CRT  as  “quasi  linear” 
and  allow  use  of  Fourier  Transform  Tedhniques. 
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Fig  16b  MTFs  derived  manually  from  the  line  response 


Fig  17  Photographs  of  the  CCD  camera,  mounted  on  an  x-y-z  translation  stage  on  top  of  an  optical  table 

and  in  front  of  a  lightbox  to  investigate  geometrical  errors  when  imaging  with  a  CCD  camera 
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Fig  20  Flatfield  for  “flatfield  correction”  of  the  CCD  camera  images 
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Fig  2 1  Raw  CCD  image  of  the  uniform  opal  glass,  showing  non-uniformities  due  mainly  to  the  lens  of  the 
CCD  camera. 
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Fig  22  Flatfielded  CCD  image  of  the  uniform  opal  glass.  Flatfield  shown  in  Fig.  10  was 

flatfield  (correct)  the  raw  image  shown  in  Fig.  1 1 . 
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MODIFICATIONS  OF  THE  ORIGINALLY  PLANNED  METHODOLOGY 


As  outlined  in  the  Year  1  report,  we  made  a  major  improvement  and  simplification  of  the  originally 
proposed  method  by  switching  from  physical  phantom  images  to  test  patterns,  i.e.  digital  images  with  known 
pixel  values.  This  is  impossible  in  the  context  of  x-ray  image  quality  measurement,  since  one  wishes  to 
include  x-ray  factors,  but  is  natural  when  optimizing  CRT  image  quality.  One  regards  the  monitor/CCD 
camera  combination  as  a  transducer  that  transforms  an  input  pixel  distribution  into  an  output  pixel 
distribution.  We  apply  signal  detection  theory  directly  (non-pre-whitening  matched  filter  in  a  SKE  task), 
which  is  also  behind  CAMPI.  Including  phantom  noise  (x-ray  and  other)  would  obfuscate  the  effect  of  the 
CRT,  as  we  would  not  be  able  to  separate  x-ray  and  other  degradations  from  that  due  to  the  CRT. 

While  not  included  in  the  original  SOW,  we  had  hoped  to  include  measurements  on  structured 
backgrounds  in  Year  2.  This  idea  has  been  dropped.  This  was  due  to  the  complexity  of  including  a  Hotelling 
observer  along  the  lines  of  Barrett  and  colleagues  -  we  continue  to  follow  their  advances  with  great  interest 
and  we  are  in  communication  with  them  to  help  us  implement  their  algorithm.  However,  this  cannot  happen 
in  the  context  of  this  project,  and  more  immediate  and  interesting  results  need  to  be  followed  up  on. 

The  details  of  the  measurements  are  somewhat  different  from  that  originally  outlined.  For  example, 
we  have  focused  more  on  the  final  monitor  comparison  than  on  the  details  of  how  image  quality  changes 
when  a  given  monitor  is  de-focused.  This  is  because  of  the  current  interest  in  the  P-45  vs.  P-104  issue.  We 
plan  to  conduct  a  few  measurements  on  defocused  monitors  in  the  remaining  year,  but  most  of  our  effort  will 
be  focused  on  understanding  the  results  and  conducting  confirmatory  measurements. 

PROBLEMS  ENCOUNTERED 

No  major  non-scientific  problems  or  issues  were  encountered  in  this  period.  A  laboratory  move  on  the  PI 
resulted  in  a  minor  disruption  of  activities. 


KEY  RESEARCH  ACCOMPLISHMENTS 

•  Continuing  improvements  of  basic  CAMPI  methodology  to  analyze  the  CCD  images;  high  degree  of 
automation  and  flexibility  in  the  programs;  these  programs  will  run  on  any  platform  that  supports  DDL  - 
i.e.,  practically  all  computer  systems. 

•  Application  of  the  measurement  of  image  quality  of  two  monitors.  Over  500  images  analyzed  to  date, 
including  414  in  the  monitor  comparison  study. 

•  Preliminary  results  showing  the  superiority  of  the  P-45  design  over  the  P-104  design. 
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CONCLUSIONS 

The  complexity  of  digital  mammography  systems  requires  development  of  sophisticated  methods  to  maintain 
their  quality.  This  project  addresses  the  critical  display  element  of  the  mammographic  imaging  system.  We 
have  applied  the  CCD/CAMPI  method  to  answering  a  critical  question  regarding  phosphor  types  (P-104  vs. 
P-45)  for  mammography.  Due  to  a  late  start,  which  was  outside  our  control,  we  had  to  request  an  extension. 
However,  we  are  very  excited  about  the  work  performed  this  year  and  the  work  to  be  done  in  the  final  period. 
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ABSTRACT 

This  work  presents  an  image  quality  evaluation  technique  for  uniform-background  target-object  phantom  images.  The 
Degradation-Comparison-Threshold  (DCT)  method  involves  degrading  the  image  quality  of  a  target-containing  region  with  a 
blocking  processing  and  comparing  the  resulting  image  to  a  similarly  degraded  target-free  region.  The  threshold  degradation 
needed  for  92%  correct  detection  of  the  target  region  is  the  image  quality  measure  of  the  target.  Images  of  American  College 
of  Radiology  (ACR)  mammography  accreditation  program  phantom  were  acquired  under  varying  x-ray  conditions  on  a 
digital  mammography  machine.  Five  observers  performed  ACR  and  DCT  evaluations  of  the  images.  A  figure-of-merit 
(FOM)  of  an  evaluation  method  was  defmed  which  takes  into  account  measurement  noise  and  the  change  of  the  measure  as  a 
function  of  x-ray  exposure  to  the  phantom.  The  FOM  of  the  DCT  method  was  4.1  times  that  of  the  ACR  method  for  the 
specks,  2.7  times  better  for  the  fibers  and  1.  4  times  better  for  the  masses.  For  the  specks,  inter-reader  correlations  on  the 
same  image  set  increased  significantly  from  87%  for  the  ACR  method  to  97%  for  the  DCT  method.  The  viewing  time  per 
target  for  the  DCT  method  was  3-5  minutes.  The  observed  greater  sensitivity  of  the  DCT  method  could  lead  to  more  precise 
Quality  Control  (QC)  testing  of  digital  images,  which  should  improve  the  sensitivity  of  the  QC  process  to  genuine  image 
quality  variations.  Another  benefit  of  the  method  is  that  it  can  measure  the  image  quality  of  high  detectability  target  objects, 
which  is  impractical  by  existing  methods. 

Keywords:  Image  Quality  Assessment,  Mammography,  Methodology,  Phantoms,  Quality  Control. 

1.  INTRODUCTION 

Phantoms  are  widely  used  to  assess  and  monitor  the  image  quality  of  medical  imaging  devices.  Currently,  the  most  prevalent 
use  of  phantoms  is  in  mammography,  where  they  are  used  for  accreditation  and  quality  control  (QC)  purposes.  Phantom 
image  quality  evaluation  consists  essentially  of  determining  the  number  of  target  objects  that  are  visibleV  Often  targets  of 
different  types  are  used,  e.g.,  the  fibers,  specks,  and  masses  in  the  American  College  of  Radiology  (ACR)  accreditation 
phantom.  Within  each  target  type  there  are  several  targets  with  varying  detectability,  from  easily  visible  to  marginally  visible. 
As  image  quality  degrades  the  marginal  targets  are  less  easily  visualized,  and  the  total  count  of  visualized  targets  decreases. 
The  total  count  of  a  given  target  type  is  used  as  an  image  quality  index.  The  ACR  has  set  minimum  standards,  namely  4 
fibers,  3  speck  groups  and  3  masses  must  be  visualized  to  pass  the  phantom  test. 

While  conventional  phantom  evaluation  as  described  above  is  relatively  inexpensive  and  easy  to  perform,  it  does  have  its 
limitations^.  An  individual  reader  can  be  variable  on  any  given  image  on  different  reading  occasions,  intra-reader  variability. 
This  can  be  minimized  by  careful  reader  training,  which  is  done  for  readers  used  by  accreditation  programs,  but  is  generally 
impractical  in  the  clinical  QC  setting.  Additionally,  there  is  substantial  inter-reader  variability  in  phantom  scores,  i.e., 
different  readers  produce  variable  scores  on  any  given  image.  These  problems  are  probably  related  to  variability  in  reader 
visual  performance  characteristics,  variability  in  decision  criteria  and  lack  of  control  for  false  positives.  Consequently,  while 
the  ACR  phantom  reading  procedure  may  be  adequate  for  determining  if  an  image  passes  or  fails  accreditation,  it  may  not  be 
as  useful  as  a  quantitative  image  quality  indicator.  Based  on  our  professional  experience  the  ACR  phantom  test  is  not  very 
sensitive  to  subtle  image  quality  changes  -  typically  clinicians  detect  image  quality  degradation  on  clinical  images  before 
they  are  detected  by  the  technician  on  the  phantom  images.  This  is,  of  course,  defeating  the  purpose  of  the  QC  testing 
program.  One  way  to  assure  increased  sensitivity  is  to  devise  more  finely  graded  phantoms,  and  such  phantoms  are  available 
commercially  (e.g..  Computerized  Imaging  Reference  Systems  Inc.,  Norfolk,  Virginia).  This  paper  suggests  an  alternative 
technique  applicable  to  direct  digital  images  or  digitized  films  of  any  uniform  background  target  object  phantom.  It  is  termed 
the  Degradation-Comparison-Threshold,  or  DCT  method. 

2.  METHODS 

As  implied  by  the  acronym,  degradation,  comparison  and  threshold  degradation  determination  are  the  essential  features  of  the 
DCT  method.  The  method  involves  degrading  the  image  quality  of  a  target-containing  region  T  with  a  blocking  processing. 
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and  comparing  the  resulting  image  T‘  to  a  similarly  degraded  target-free  region  N'.  We  use  the  term  "blocking"  in  the  sense 
that  the  processing  blocks  or  impedes  the  detection  of  the  target.  The  blocking  processing  must  be  capable  of  being 
characterized  by  a  variable  L  (for  level  of  the  processing)  and  the  image  quality  must  be  a  monotonic  function  of  L.  We 
define  Lo  as  the  level  corresponding  to  zero  degradation.  The  threshold  degradation  is  defined  as  that  level  Lt  that  yields  92% 
correct  in  the  two-alternative  forced  choice  (2  AFC)  task.  If  the  image  quality  is  an  increasing  (or  decreasing)  function  of  L,  Lt 
(or  1/  Lt)  is  defined  as  the  image  quality  measure  of  the  DCT  method.  Note  that  the  image  quality  depends  on  the  blocking 
processing  used.  In  the  present  study  we  used  a  random  "white  noise"  field  as  the  blocking  processing,  and  a  dilution  process 
to  control  the  level  of  the  blocking  processing.  In  addition  we  used  the  well-known  QUEST  procedure^  to  determine  the 
threshold  Lj. 

For  each  target  region  T^c,  where  i  is  the  image  index  and  k  is  the  target  index,  a  target-free  region  Nik  of  minimum  standard 
deviation  was  determined  by  exhaustive  search  of  the  image.  The  mean  and  minimum  standard  deviation  of  the  noise  region 
are  denoted  by  Pik  and  Gik,  respectively.  A  dilutor  region  Dik  with  mean  puc  and  standard  deviation  Gik  was  synthesized  using  a 
gaussian  random  number  generator.  Two  images  T'ik  (diluted  target)  and  N’ik  (diluted  noise)  were  synthesized  using  the  linear 
combinations  shown  below: 

T'ik^dTik  +(l-d)Du.  , 

N’^  =  dNik  +(l-d)Dik  , 

where  the  dilution  variable  d  satisfies  0  <  d  <  1.  Note  that  linearly  combining  the  dilutor  region  corresponds  to  the  blocking 
processing,  d  corresponds  to  the  level  variable  L  defined  above,  and  d=l  corresponds  to  Lq,  the  level  of  the  blocking 
processing  that  introduces  no  degradation.  Window  settings  were  determined  from  the  N’ik  region  by  'determining  its 
minimum  and  maximum  pixel  values,  which  values  was  mapped  to  the  available  range  of  the  display  (0  to  255).  The  two 
images  T'  ik  and  N'  uc  were  identically  windowed  using  these  settings  and  displayed  side-by-side  on  the  monitor.  The  observer 
was  asked  to  choose  the  side  most  likely  to  contain  the  diluted  target.  His  response  (correct  or  incorrect)  was  supplied  to  the 
QUEST  algorithm,  which  generated  a  new  dilution  value.  If  the  observer  is  correct  then  QUEST  decreases  the  dilution  value 
so  as  to  make  the  task  more  difficult,  and  conversely  if  the  observer  is  incorrect,  then  QUEST  will  increase  the  dilution  value. 
The  procedure  was  iterated  until  the  error  of  the  maximum  likelihood  estimate  (MLE)  of  the  observer's  threshold,  as 
determined  by  the  QUEST  algorithm,  fell  below  a  preset  value.  Let  MLEjk  be  the  final  MLE  of  the  threshold  dilution.  The 
image  quality  IQuc  for  image  i  and  target  k  is  defined  as 

IQik=l/MLEik.  (2) 

We  adopt  the  following  notation  in  referring  to  the  phantom  targets.  The  first  character  is  determined  by  the  type  of  target, 
e.g.,  fiber  =  F,  microcalcification  =  M,  mass  or  nodule  =  N.  The  second  character  is  the  index  number  of  the  target  within  its 
type,  with  lower  numbers  referring  to  more  visible  targets.  Using  this  notation,  the  least  visible  targets  would  be  F6,  M5  and 
N5.  Five  (5)  observers  participated  in  the  experiments.  They  included  two  experienced  and  American  Board  of  Radiology 
(ABR)  certified  medical  physicists,  an  x-ray  technician  and  two  programmers.  Each  observer  read  3  targets  (FI,  M2  and  N4) 
on  each  of  ten  images  of  an  accreditation  phantom  (GAMMEX  RMI,  Middleton,  WI,  Model  RMI-156).  The  displayed  ROIs 
were  typically  170  pixels  square,  and  each  pixel  was  0.1  x  0.1  mm^  measured  at  the  image  receptor.  To  obtain  variability  data 
and  to  provide  training,  each  observer  repeated  the  targets  on  two  images,  a  total  of  four  times  prior  to  beginning  the  main 
study.  The  total  reading  time  was  about  5  hrs  per  observer.  Typically  70-80  iterations  were  needed  to  reach  the  termination 
criterion.  The  reading  time  per  target  was  3-5  minutes,  with  specks  taking  longer  times. 

Quest  Implementation:  We  used  the  general  algorithm  described  by  Watson  and  Pelli^,  however,  it  had  to  be  tailored  to  our 
needs.  The  signal  strength  parameter  x  in  the  QUEST  algorithm  is  on  a  decibel  scale  while  the  dilution  is  not.  Therefore,  we 
defined  the  QUEST  scale  x  variable  by 

X  =  20  A  logio(d)  +  B  ,  (3) 

where  d  is  the  dilution  parameter  and  A  and  B  are  constants  defined,  see  below,  to  optimally  span  the  quest  variable  space. 
We  used  N  =  200  corresponding  to  an  801 -dimensional  array  for  the  QUEST  probability  function,  with  the  center  index  (i.e., 
400)  corresponding  to  x  =  0.  Denoting  the  starting  dilution  value  by  do,  then  setting 

B  =  -20Alogio(do)  (4) 

ensures  that  the  initial  dilution  value  will  map  to  x  =  0,  i.e.,  the  search  begins  in  the  middle  of  the  QUEST  scale.  Defining  f  as 
the  factor  by  which  the  initial  estimate  is  uncertain,  i.e.,  do/f  <  do  <  dof,  one  has  N  -  20  A  logio(dof)  +  B,  or 

A-^N/[401ogio(f)],  (5) 
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which  assures  optimal  spanning  of  the  QUEST  scale.  In  our  case,  f  =  8,  corresponding  to  an  assumed  6  dB  uncertainty  (±o) 
in  the  initial  estimate,  and  the  additional  factor  of  2  is  needed  to  obtain  95%  confidence  limits  (±2a).  With  these  values  one 
has  A-  11.1. 

The  convergence  criterion  was  determined  by  testing  the  uncertainty  in  the  MLE  against  a  preset  value.  The  uncertainty  was 
determined  by  performing  a  quadratic  fit  to  the  likelihood  function^  in  the  region  of  the  peak.  The  abscissa  corresponding  to 
the  peak  is  equal  to  the  MLE  value.  The  width  of  the  likelihood  function  at  a  value  2.51  units  below  the  peak  is  the  estimate 
of  the  uncertainty  at  the  97.5%  confidence  level.  When  this  number  fell  below  a  preset  value,  see  below,  the  algorithm 
terminated. 

There  are  two  possible  sources  of  error  of  the  MLE.  Since  x  is  not  continuous,  discretization  or  "binning”  error  is  possible. 
This  can  be  estimated  from  the  equation 

Ax  =  8.69  A  Ad/d  (6) 

by  setting  Ax  =  1.  This  yields  Ad/d  --  1  /(8.69  A)  0.010,  which  is  negligible.  A  larger  error  results  from  the  finite  width  of 
the  likelihood  function.  We  set  the  terminal  value  of  the  width  to  0.75  A.  Applying  Eqn.  6  one  has  0.75  A  =  8.69  A  Ad/d,  or 
Ad/d  =  8.6%.  Simulations  of  40  trials  under  these  conditions  yielded  6.9%  for  the  coefficient  of  variance.  Four  (4)  observers 
repeated  the  DCT  readings  4  times  for  each  target  in  two  images.  The  average  coefficients  of  variance  over  4  readers,  all 
targets  and  both  images,  was  10%. 

The  QUEST  implementation  was  tested  using  the  model  observer  suggested  by  Watson  and  Pelli^.  Multiple  simulations  were 
used  to  generate  CV  estimates.  Based  on  the  simulation  study  we  decided  to  use  a  two-pass  QUEST  method,  where  the  first 
pass  determines  an  approximate  MLE  value  (the  stopping  criterion  was  1.25  A).  This  estimate  is  then  used  as  the  initial  value 
of  the  second  pass,  which  had  a  convergence  criterion  of  0.75  A.  Problems  were  encountered  with  the  algorithm  due  to 
instances  where  the  likelihood  function  did  not  have  a  maximum.  This  could  occur  if  the  observer  was  correct  in  all  trials 
preceding  the  convergence  test.  Therefore  we  do  not  perform  any  tests  for  convergence  if  the  observer  has  yet  to  make  an 
error.  Reader  inconsistency,  particularly  in  the  early  trials,  where  the  dilution  adjustments  are  larger,  can  lead  to  convergence 
problems.  We  have  found  that  it  is  useful  to  record  the  reader  correct/incorrect  responses  in  a  file  for  subsequent  off-line 
analysis  of  problem  runs. 

ACR  method:  Readers  also  read  the  images  in  the  ACR  specified  manner^  The  numbers  of  visualized  target-objects  were 
recorded,  e.g.,  4.5  masses,  4  specks  and  5.5  fibers.  Half  scores  and  deductions  for  false  positives  were  allowed.  For  the  ACR 
readings  the  observers  viewed  the  entire  image,  while  for  the  DCT  readings  they  only  saw  two  targets.  The  ACR  score  for  a 
given  target  type  (e.g.,  specks)  is  the  sum  over  all  visualized  targets  of  that  type,  while  the  DCT  score  was  calculated  for 
targetsFl,  M2,  and  N4.  Maximum  scores  for  the  ACR  method  are  6,  5  and  5  for  the  fibers,  specks  groups  and  masses 
respectively.  All  software  was  implemented  in  the  IDL  programming  language  (Interactive  Data  Language,  Research 
Systems  Incorporated,  Boulder  Co).  All  readings  were  performed  using  a  BARCO  MGD-6P  monitor  driven  by  a  DOME  card 
in  a  Dell  computer  running  the  NT  operating  system  (4,0).  To  minimize  glare  effects  the  CRT  illumination  was  about  2  lux. 

Exposure:  From  measurements  on  the  FFDM  machine  it  was  found  that  exposure  had  a  nearly  cubic  dependence  on  kVp  and 
the  expected  linear  dependence  on  mAs.  Therefore  a  quantity  E,  proportional  to  the  true  x-ray  exposure  incident  on  the 
phantom,  was  defined  as 

E  =  kVp^  mAs  .  (7) 

The  following  3-parameter  sigmoid  function  was  used  to  fit  the  image  quality  measures  to  the  logarithm  of  the  exposure 
values: 


l  +  exp(-^) 

where  y  =  logio  (IQ),  x  =  logio  (E)  and  a,  b,  and  c  are  constants.  All  fitting  was  done  using  a  scientific  software  package 
(SigmaPlot  for  Windows,  Version  4.0,  SPSS  Inc.,  Chicago,  IL).  The  least-squares  fit  yielded  the  standard  error  of  the 
predicted  y-values.  We  identified  this  with  the  variability  of  y,  denoted  by  ct,.  We  defined  a  Figure  of  Merit  (FOM)  for  an 
evaluation  methodology,  at  a  specified  log  exposure  value  Xo,  as  the  local  derivative  of  the  fitted  curve  divided  by  the  noise, 
a(y).  It  is  seen  that  this  definition  ensures  that  a  method  with  a  larger  FOM  results  in  a  larger  change  in  image  quality,  in 
units  of  dy,  for  a  given  change  in  exposure.  The  FOM  can  be  thought  of  as  the  sensitivity  of  the  method. 
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Images:  Table  1  summarizes  the  x-ray  techniques  for  the  images  used  in  this  study.  The  images  were  acquired  on  a  prototype 
General  Electric  Diagnostic-Molybdenum-Rhodium  (GE-DMR)  full-field  digital  mammography  (FFDM)  machine.  All 
images  were  acquired  at  100-micron  resolution,  with  grid,  Mo-Mo  target  /filter  combination  and  consisted  of  1800  x  2304  x 
16  bit  image  files.  Of  the  16  bits,  14  bits  represent  useful  gray-scale  data.  Each  image  was  finally  clipped  to  a  1000  x  1000 
region  that  encompassed  the  ACR  phantom  image.  The  sizes  of  the  displayed  target  -  noise  square  regions  were  typically  161 
X  161  pixels. 

Table  1:  This  shows  the  tube  kilovoltage  (kVp),  tube-charge  (mAs)  and  the  log(E)  data  for  the  images  used  in  this  study. 


Image  # 

kVp 

mAs 

log(E) 

1 

32 

50 

6.21 

2 

32 

25 

5.91 

3 

32 

200 

6.82 

4 

32 

100 

6.52 

5 

30 

50 

6.13 

6 

30 

25 

5.83 

7 

30 

200 

6.73 

8 

30 

100 

6.43 

9 

30 

4 

5.03 

10 

28 

25 

5.74 

3.  RESULTS 

Shown  in  Table  2  are  FOM  results  for  the  ACR  and  the  DCT  methods  at  log  (E)  =  6.34,  corresponding  to  a  28  kVp  100  mAs 
technique.  Also  shown  in  the  last  row  of  Table  2  are  the  ratios  of  DCT  to  ACR  methods.  Note  that  with  the  exception  of 
reader  A,  who  did  better  on  the  masses  using  the  ACR  method,  every  reader  did  better  using  the  DCT  method  for  every 
target.  The  largest  improvement  was  observed  for  the  specks  (ratio  =  4. 12),  followed  by  the  fibers  (ratio  =  2.73),  and  the  least 
improvement  was  observed  for  the  masses  (ratio  =  1.39). 

Table  2:  Figure-of-merit  (FOM)  results  for  the  ACR  and  the  DCT  methods  for  a  28  kVp,  100  mAs  technique,  corresponding 
to  log(E)  =  6.214.  Shown  in  the  last  row  are  the  ratios  of  DCT  to  ACR  methods. 


DCT 

ACR 

Readers 

Fiber 

Mass 

Specks 

Fiber 

Mass 

Specks 

A 

7.43 

2.55 

12.48 

3.41 

7.53 

3.86 

B 

7.59 

3.24 

7.78 

2.96 

2.51 

2.04 

C 

11.83 

12.85 

21.42 

2.64 

5.17 

4.91 

D 

6.13 

4.32 

8.88 

2.15 

1.12 

2.93 

E 

3.59 

3.86 

16.33 

2.22 

3.00 

2.48 

Average 

7.31 

5.37 

13.38 

2.68 

3.87 

3.24 

DCT/ACR 

2.73 

1.39 

4.12 

\ 


To  quantify  inter-reader  variability,  we  calculated  the  correlations  of  the  DCT  scores  between  pairs  of  readers.  These  are 
listed  in  Table  3  for  the  10  (i.e.,  5x4/2)  pairs  of  readers  and  the  three  targets.  The  last  row  lists  Ae  p-values  for  a  2-tailed  t- 
test  between  the  corresponding  ACR  and  the  DCT  scores.  Note  that  the  correlations  for  the  masses  and  fibers  are  not 
significantly  different  at  the  5%  level.  On  the  other  hand,  for  the  specks  the  readers  uniformly  agreed  better  on  the  DCT 
scores  (r  =  97%)  than  on  the  ACR  scores  (r  =  87%)  and  the  difference  was  very  significant  (p  <  0.003). 

Table  3:  Correlation  coefficients  of  the  DCT  scores  between  pairs  of  readers. 


FIBER  MASS  SPECKS 


Pairing 

DCT 

ACR 

DCT 

ACR 

DCT 

ACR 

A/B 

0.90 

0.77 

0.88 

0.72 

0.96 

0.84 

A/C 

0.93 

0.97 

0.83 

0.98 

0.98 

0.93 

A/D 

0.93 

0.73 

0.89 

0.71 

0.97 

0.85 

A/E 

0.89 

0.84 

0.75 

0.92 

0.97 

0.91 

B/C 

0.81 

0.95 

0.73 

0.81 

0.95 

0.80 

B/D 

0.87 

0.81 

0.86 

0.92 

0.98 

0.93 

B/E 

0.85 

0.97 

0.69 

0.90 

0.98 

0.88 

C/D 

0.85 

0.77 

0.73 

0.64 

0.98 

0.68 

C/E 

0.98 

0.99 

0.83 

0.91 

0.97 

0.92 

D/E 

0.83 

0.83 

0.91 

0.88 

0.95 

0.92 

Average 

0.88 

0.86 

0.81 

0.84 

0.97 

0.87 

p-value 

0.58 

0.53 

0.003 

Shown  below  in  Table  4  are  detailed  results  of  the  non-linear  regression  procedure  used  to  determine  the  FOM.  The  readers 
A  and  E  are  experienced  Medical  Physicists,  B  and  C  are  programmers  (C  has  digital  imaging  experience)  and  D  is  an 
experienced  teclmologist.  The  numbers  in  this  table  can  be  used  to  predict  the  variation  of  the  FOM  with  log(E),  see  Fig.  1 . 


Fig.  1:  Plot  of  ratio  of  DCT  to 
ACR  Figure-of-Merits  for  the 
three  targets.  Data  have  been 
averaged  over  all  5  readers. 
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Table  4:  Results  of  the  fitting  procedure  used  to  obtain  the  Figure-of-Merit  (FOM).  The  parameters  a,  b,  c,  and  Oy  are  defined 
near  Eqn.  7.  The  values  indicated  by  H  had  much  larger  uncertainties  and  the  fitted  curves  were  almost  quadratic.  See 
discussion. 


Reader 

Parameter 

QUEST 

ACR 

Fiber 

Mass 

Specks 

Fiber 

Mass 

Specks 

A 

a 

2501^ 

32 

161 

5.50 

4.77 

4.77 

b 

0.651 

0.716 

0.841 

0.31 

0.71 

0.43 

c 

9.52 

6.35 

8.43 

5.46 

5.58 

5.16 

0y 

3.20 

4.33 

0.96 

0.391 

0.185 

0.209 

B 

a 

28 

18 

36 

5.04 

3.80 

3.86 

b 

0.367 

0.399 

0.600 

0.27 

0.41 

0.34 

c 

6.05 

5.69 

6.79 

5.43 

5.40 

5.19 

Oy 

2.38 

2.26 

1.56 

0.317 

0.393 

0.254 

C 

a 

35 

13 

19 

5.12 

5.04 

4,37 

b 

0.542 

0.306 

0.551 

0.27 

0.50 

0.61 

c 

6.586 

5.963 

6.351 

5.41 

5.21 

5.39 

Gy 

1.204 

0.715 

0.399 

0.332 

0.216 

0.227 

D 

a 

62 

22 

22 

8.94 

5.09 

8.83 

b 

0.648 

0.674 

0.506 

3.16 

0.77 

3.17 

c 

7.15 

6.68 

6.38 

5.88 

3.48 

7.28 

Gy 

2.42 

1.71 

1.17 

0.328 

0.160 

0.231 

E 

a 

563^ 

116 

39 

6.12 

5.21 

3.87 

b 

0.807 

0.767 

0.626 

1.30 

0.47 

0.33 

c 

.  8.79 

7.68 

6.92 

4.70 

5.09 

5.37 

Gy 

7.39 

4.43 

0.71 

0.384 

0.280 

0.316 
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Image  Quality 


4.  DISCUSSION 

It  is  evident  from  Figs.  2  and  3  that,  as  the  exposure  increases  the  ACR  score  increases  in  jumps  in  a  "staircase"  manner,  i.e., 
a  sequence  of  jumps  each  followed  by  a  plateau.  This  is  most  evident  in  the  middle-left  panel  in  Fig.  2,  where  three  such 
plateaus  are  seen.  The  plateaus  are  due  to  the  fact  that  using  the  ACR  method  the  observer  cannot  give  finer  gradations  than 
0.5  units.  On  the  plateaus  the  observer's  score  does  not  discriminate  between  the  images.  The  image  quality  could  be 
deteriorating,  but  the  target  score  would  not  reveal  that  fact.  Examining  Fig.  2  one  sees  a  plateau  in  the  range  5.74  <  log(E)  < 
6.1,  which  is  a  factor  of  2.3  in  exposure.  The  same  behavior  is  true  for  observer  C‘s  and  observer  A's  ACR  speck  scores,  and 
similar  results  were  obtained  for  all  readers.  The  FOM  analysis  presented  above  smoothens  out  this  behavior  by  fitting  a 
continuous  curve  to  the  data.  None  of  the  DCT  scores  displayed  staircase  behavior.  Given  only  5  specks  groups,  and 
allowing  half-scores,  there  are  at  most  10  levels  to  a  speck  score.  The  DCT  method  has  a  higher  limit  and  gives  a  more 
continuous  response  with  larger  dynamic  range.  It  is  our  opinion  that  the  current  ACR  phantom  has  a  too-coarse  gradation  of 
targets,  which  moreover,  are  too  easy.  As  seen  in  Figs.  2  and  3  most  of  the  change  in  the  ACR  scores  occur  in  the  low 
exposure  range,  well  below  the  clinical  range.  The  scores  tend  to  saturate  in  the  clinical  exposure  range  resulting  in  a  low 
slope  of  the  IQ  vs.  log  (E)  curves,  which  limits  the  FOM  achievable  by  the  ACR  method.  A  solution  to  this  would  be  to 
design  a  more  difficult  and  more  finely  graded  phantom.  Then  the  region  of  saturation  would  be  shifted  to  higher  exposures, 
above  the  clinical  range,  and  the  observer  would  be  able  to  indicate  finer  gradations  of  image  quality. 

The  DCT  method  appears  to  allow  superior  discrimination  over  the  ACR  method  for  all  target  types  but  is  most  notable  for 
the  speck  targets.  There  are  a  few  possible  reasons  for  the  anomalous  behavior  for  the  fiber  and  mass  targets.  It  could  be 
related  to  their  lower  contrast  relative  to  the  specks,  which,  due  to  bit-truncation  effects  associated  with  the  8-bit  display, 
could  lead  to  artifacts  at  low  dilutions.  Another  reason  is  that  the  speck  group  actually  contains  6-specks,  and  target 
averaging  is  improving  the  stability  of  the  speck  scores.  For  the  mass  and  fiber  no  such  averaging  occurs.  The  mass  and  fiber 
DCT  measures  apply  to  specific  region,  and  do  not  take  into  account  region-to-region  variations  over  the  entire  fie Id-of- view. 
This  is  undesirable  and  it  is  necessary  to  design  a  phantom  specifically  optimized  for  the  DCT  method.  For  a  mass  target  this 
could  be  a  phantom  that  contains  several  identical  masses,  rather  than  the  graded  masses,  as  in  the  ACR  phantom.  Including 
the  additional  identical  masses  in  the  paired-comparisons  is  expected  to  lead  to  more  stable  results. 

A  likely  contributing  factor  to  the  anomalous  behavior  of  the  larger  mass  and  fiber  targets  is  that  they  are  more  affected  by 
low-frequency  noise  (e.g.,  image  non-uniformity)  than  white  noise,  the  blocking  processing  used  in  this  work.  By  contrast  the 
specks  are  expected  to  be  relatively  insensitive  to  low-frequency  noise.  White  noise  may  be  quasi-optimal  for  specks  but  not 
for  the  larger  targets.  Note  that  the  image  quality  depends  on  the  blocking  processing  used  and  the  choice  of  the  blocking 
processing  can  affect  how  well  the  DCT  method  performs  for  a  specific  target  type.  Studies  using  model  observers  are 
needed  to  elucidate  these  effects  further.  We  are  currently  using  a  non-pre-whitening  zero  suppressing  matched  filter 
observer"*,  and  in  future  intend  to  study  more  sophisticated  model  observers*  for  DCT  method  optimization.  Measurement 
difficulties  at  low  spatial  frequencies  are  not  unique  to  DCT.  It  is  well  known  that  Noise  Power  Spectrum  is  difficult  to 
measure  at  low  frequencies  due  to  interference  from  deterministic  noise  effects,  e.g.,  film-processor  roller  marks.  We  have 
experienced  difficulties  with  mass  image  quality  measurements  using  Computer  Analysis  of  Mammography  Phantom  Images 
(CAMPI)^’’.  We  suspect  that  the  problem  is  worse  for  the  masses  as  they  are  close  to  the  edge  of  the  phantom.  That  fact, 
combined  with  the  x-ray  intensity  variation  near  the  anode  end  of  the  image  (Heel  effect)  leads  to  visually  greater  non¬ 
uniformity  near  the  mass  targets  than  the  fibers.  We  also  performed  a  limited  set  of  measurements  on  Nl,  but  the  results 
showed  even  greater  anomalies. 

The  numbers  in  Table  2  can  be  used  to  predict  the  variation  of  the  FOM  with  log(E),  see  Fig.  1 .  These  curves  are  monotonic 
increasing  and  greater  that  1.0  for  techniques  that  satisfy  log(E)  >  5,9.  Also,  note  that  the  ratio  increases  with  log  (E).  This  is 
because  the  DCT  measure  is  essentially  measuring  signal-to-noise-ratio  of  the  target,  which  increases  with  log  (E).  On  the 
other  hand  the  ACR  score  saturates  with  increasing  log  (E).  Note  that  the  fitted  noise  Gy  of  the  ACR  measures  are  frequently 
smaller  than  the  corresponding  DCT  noise  values.  However,  the  DCT  has  larger  FOM  since  the  corresponding  slopes  are 
higher.  Noise  by  itself  is  not  an  appropriate  measure  of  image  quality  tracking  ability.  Reduced  noise  could  be  obtained 
simply  by  scaling  the  measure  to  smaller  values.  The  FOM  defined  in  Eqn.  8  is  scale-factor  independent.  It  is  also 
independent  of  the  units  of  E.  Two  outlier  values  are  noted  on  the  Table.  These  occurred  when  data  only  straddled  the  lower 
part  of  the  sigmoid  fitting  function,  as  the  regression  had  insufficient  information  to  estimate  the  height  of  the  sigmoid,  the 
parameter  a  in  Eqn.  8  .  Since  we  never  use  the  fits  outside  of  the  data  region,  this  is  not  expected  to  create  problems. 

The  DCT  method  is  potentially  applicable  to  clinical  images.  Since  the  method  requires  about  75  comparisons  for 
convergence,  one  needs  approximately  75  normal  and  75  abnormal  images  for  10%  accuracy  using  a  2AFC  design.  The 
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comparisons  would  be  performed  between  images  from  the  normal  group  randomly  paired  with  images  from  the  abnormal 
group,  with  no  image  being  shown  more  than  once  (to  eliminate  memory  effects).  Based  on  the  observer’s  response  the 
QUEST  algorithm  would  determine  the  next  level  of  the  blocking  processing,  and  the  final  MLE  value  is  the  desired  image 
quality.  An  advantage  of  the  DCT  method  is  that  one  is  no  longer  restricted  to  using  only  subtle  cases,  which  are  often 
difficult  to  acquire.  Also,  one  has  the  flexibility  of  setting  the  threshold  d’  where  optimal  statistical  accuracy  is  expected  in 
the  2AFC  task*.  In  the  ROC  case  the  statistical  accuracy  is  pre-determ ined  by  the  difficulty  level  of  the  cases.  Finally,  as 
noted  by  Watson  and  Pelli,  the  QUEST  experiment  does  not  preclude  a  rating  response  (say  a  5 -point  scale  such  as  used  in 
Receiver  Operating  Characteristic,  ROC,  studies).  Incorporating  a  rating  type  response  in  DCT  could  lead  to  further  increases 
in  efficiency. 
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Anomalous  Nodule  Visibility  Effects  in  Mammographic  Images 

Dev  P.  Chakraborty  and  Harold  L.  Kundel,  University  of  Pennsylvania,  Philadelphia 


ABSTRACT 

This  study  was  undertaken  to  further  investigate  recent  reports  of  unusual  contrast-detail  (CD)  behavior  in  images  with 
mammographic  backgrounds,  namely  threshold  contrast  for  detection  increased  with  nodule  size  for  Gaussian  nodules.  In 
this  work  we  investigated  the  effects  on  the  CD  curve  of  allowing  differently  shaped  nodules,  in  particular  nodules  with 
sharper  edges.  The  following  types  of  nodules/disks  were  studied:  Gaussian  shaped  nodules  and  blurred  disks,  the  latter 
characterized  by  a  radius  and  an  independent  edge  sharpness  parameter.  In  a  second  type  of  disk  the  edge  blur  was  held 
proportional  to  the  disk  radius.  Ideal  Observer  detection  thresholds  were  calculated  for  different  nodule/disk  radii  ranging 
from  1.5  to  15  mm  and  observer  performance  studies  were  conducted.  Noise  power  spectra  (NPS)  measurements  confirmed 
the  frequency  dependence  previously  reported,  NPS  oc  1/f  ^  For  the  Gaussian  nodules  we  confirmed  the  reported  CD 
behavior,  with  threshold  contrast  oc  radius®  However,  for  the  disk  nodules  with  fixed  blur  edges  we  observed  different 
behavior  (larger  objects  required  less  contrast),  with  threshold  proportional  to  radius  For  the  disk  nodules  with  variable 
blur  the  threshold  contrast  was  almost  independent  of  radius.  In  summary  while  we  duplicated  the  reported  CD  diagrams  for 
Gaussian  nodules,  different  behavior  was  observed  for  nodules  with  edges.  We  conclude  that  in  addition  to  considering  the 
details  of  the  noise,  it  is  necessary  to  consider  the  signal  properties  in  more  detail. 

Keywords:  Mammography,  nodules,  detection  threshold,  ideal  observer  models. 


1. INTRODUCTION 

The  threshold  contrast  for  detection  is  defined  as  that  contrast  that  yields  a  specified  detection  rate.  Most  imaging  physicists 
are  familiar  with  contrast-detail  (CD)  diagrams,  which  show  the  threshold  contrast  necessary  for  detection  as  a  function  of 
size  of  the  object  to  be  detected.  In  this  paper  we  define  the  CD  diagram  to  be  a  plot  of  the  logarithm  of  threshold  lesion 
amplitude  vs.  the  logarithm  of  the  radius.  This  plot  typically  has  negative  slope,  as  larger  objects  generally  require  less 
contrast  to  detect  them.  In  fact,  based  on  a  Rose  model  [1]  calculation  for  white  (i.e.,  uncorrelated)  noise  one  expects  a  slope 
of-1  on  a  log-log  plot.  The  negative  slope  appears  to  be  reasonable  since  one  expects  a  larger  object  to  produce  a  larger 
measured  signal,  thereby  increasing  the  numerator  of  the  signal-to-noise-ratio  (SNR).  Also  the  associated  noise  generally 
decreases  with  the  size  of  the  object  to  be  detected,  since  more  pixels  are  being  averaged.  It  is  less  well  known  that  the 
expected  CD  diagram  depends  critically  on  the  nature  of  the  background  noise.  It  has  been  shown  recently  [2,  3]  that  if  the 
noise  power  spectrum  has  an  inverse  power  law  dependence  on  spatial  frequency,  i.e.,  l/f  ^  with  P>  2,  as  is  true  for 
mammographic  backgrounds,  qualitatively  different  behavior  was  observed,  namely  the  threshold  contrast  increased  with 
lesion  size. 

Burgess'  calculations  [3]  were  made  for  a  class  of  nodules  termed  'scalable'  in  the  sense  that  they  could  be  characterized  by 
functions  of  r/a,  where  r  is  the  distance  from  the  center  and  a  is  the  nodule  radius.  For  example,  for  Gaussian  nodules  the 
function  is  exp  (-r^/2a^).  For  scalable  nodules  he  showed  that  the  slope  m  of  the  CD  diagram  on  a  log-log  plot  was  m  =  (P- 
2)/2.  Note  that  with  scalable  nodules  it  is  not  possible  to  independently  specify  the  sharpness  of  a  nodule's  edges.  The 
scalability  criterion  represents  an  assumption  that  real  nodules  may  not  satisfy.  An  example  is  a  nodule  characterized  by  both 
a  size  parameter  (the  lateral  extent  of  the  nodule)  and  an  independent  edge-sharpness  parameter,  namely  how  rapidly  the  x- 
ray  transmission  changes  near  the  edge.  Since  the  human  visual  system  tends  to  accentuate  edges  [4],  the  CD  behavior  could 
change  significantly  based  on  the  presence  or  absence  of  such  edges.  The  objective  of  this  study  was  to  test  the  effects  of 
deviations  from  scalability,  specifically  to  investigate  the  influence  of  including  an  independent  edge  parameter  on  nodule 
detection  in  mammographic  backgrounds. 

Presented  in  the  following  sections  are  details  of  the  nodules  and  disks  studied,  the  ideal  observer  methodology  used  to 
calculate  threshold  amplitudes  and  the  noise  power  spectra  measurement.  These  are  followed  by  details  of  the  observer 
experiments  and  the  results. 
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2.METH0DS 


2.1  ANALYTICAL 

2.1.1  IDEAL  OBSERVER  MODEL:  In  order  to  understand  human  observer  performance  it  has  proven  useful  to  study  a 
variety  of  model  observers,  also  called  numerical  observers,  which  are  algorithms  for  calculating  the  SNR  for  specified  signal 
and  noise  statistics  [2,  5,6].  The  model  observers  differ  from  each  other  in  how  much  use  is  made  of  information  regarding 
the  imaging  task.  In  this  work  we  used  the  Fisher  Hotelling  (FH)  observer,  sometimes  called  the  pre-whitening  matched 
filter,  which  takes  into  account  knowledge  of  both  the  signal  and  the  noise  statistics,  and  the  non-prewhitening  matched  filter 
with  eye-filter  (NPWE).  Observer  internal  noise  was  neglected.  Following  Ref.  3  we  describe  a  nodule  profile  by  specifying 
its  amplitude  rather  than  its  contrast,  the  two  approaches  being  equivalent.  Fourier  methods  were  used  to  calculate  the 
threshold  amplitude  for  a  given  signal  and  noise  [7]  for  the  Fisher-  Hotelling  (FH)  numerical  observer.  Two  classes  of 
cylindrically  symmetric  nodules  were  generated  for  this  study:  blurred  disks  (BD)  and  Gaussian  nodules  (GN)  see  Figure  1. 
The  amplitude  of  the  Gaussian  nodule  SoNCr,  a)  is  defined  by 


Sgn  (r,  a) 


A  exp 


Eqn.  1 


where  A  is  the  peak  nodule  amplitude.  The  blurred  disk  amplitude  function  Sbd  (r,  a,  ct)  is  defined  as  a  two-dimensional 
convolution  of  the  Rectangle  function  n(r/2a)  ( =  1  if  r  <  a  and  =  0  otherwise)  and  the  Gaussian  function  ^  (r,  a); 


Sbd  (r,  a, 


a)  =A  n(r/2a)  (S)0(r, 


O)  , 


where  a  is  the  edge-blur  parameter  and 


Eqn.  2 


Eqn.  3 


The  Fourier  Transform  (FT)  of  a  radially  symmetric  two-dimensional  function  is  a  Hankel  transform.  Using  results  from  [8], 
the  Hankel  transform  of  the  blurred  disk  amplitude  function  is  given  by 

§BD(f/  a,  a)  =  A  xexp[-2  TT^  f^]  ,  Eqn.4 

where  Ji  is  the  Bessel  function  of  order  1,  and  f  is  the  radial  frequency.  The  Hankel-transform  of  ScNfr,  a)  is  given  by 
Sgn  (fr  =  A6^^^  Eqn.  5 


In  either  case  the  SNR  of  the  Fisher-Hotelling  (FH)  numerical  observer  is  given  by 


SNR^  (A) 


poo 

27Tf 


5^  (fr  a) 
NPS  (f) 


df 


Eqn.  6 


where  NPS  is  the  Noise  Power  Spectrum  of  the  background  and  S(f,  a)  is  the  relevant  Hankel  transform.  The  SNR  is 
equivalent  to  the  detectability  index  d'  measured  with  a  Two- Alternative  Forced  Choice  (2AFC)  experiment[9].  Since  SNR 
is  proportional  to  A,  one  has  SNR(A)  =  A  SNR(l).  The  threshold  amplitude  Aj,  defined  by  SNR(At)  =  1.0  is  given  by  At  = 
1/SNR(1).  The  integral  in  Eqn.  6  was  evaluated  numerically  using  20‘^-order  Romberg  integration  as  implemented  in  the 
Interactive  Data  Language  (IDL)  development  system  (Research  Systems  Inc.,  Boulder,  CO).  All  calculations  were  also 
repeated  with  the  NPWE  observer  using  the  formula  given  in  Ref.  3. 
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radial  distance 

Figure  1:  The  solid  line  shows  the  radial  profile  of  a  blurred-disk  nodule,  with  radius  a  = 
15,  edge  blur  parameter  a  =  1.5,  and  the  dashed  line  is  for  a  Gaussian  nodule  with  radius  a 
=  13. 


In  addition  to  the  blurred-disk  model  with  fixed  edge  blur  described  above,  we  also  studied  nodules  in  which  the  edge-blur 
parameter  was  proportional  to  the  nodule  radius,  a  =  0.3  a.  These  will  be  referred  to  as  VB  (variable  blur)  disks  to 
distinguish  them  from  the  previously  described  FB  (fixed  blur)  disks. 

2.1.2  NFS  MEASUREMENTS:  The  Noise  Power  Spectrum  (NPS)  of  mammographic  backgrounds  was  measured  using  256 
X  256  ROIs  (regions-of-interest)  randomly  rotated,  using  nearest-neighbor  interpolation,  and  extracted  from  digitized 
mammograms.  The  rotation  served  to  average  over  any  non-cylindrically  symmetric  asymmetry  present  in  the  images  and  to 
be  consistent  with  the  subsequent  NPS  analysis.  A  larger  (by  a  factor  of  1 .414)  square  ROI  was  extracted  around  an  operator 
chosen  point  in  a  relatively  homogeneous  region  of  the  image.  This  ROI  was  randomly  rotated  around  the  center  and  the  256 
x  256  ROI  was  then  extracted.  By  choosing  to  rotate  the  larger  ROI  we  eliminated  the  possibility  that  missing  or  invalid 
pixels  would  contaminate  the  smaller  one. 

We  followed  the  Digital  Fourier  Transform  (DFT)  convention  given  in  [10].  Before  taking  the  DFT  it  is  necessary  to  apply  a 
window  function  to  prevent  leakage  of  power  between  frequency  channels[l  1].  We  used  the  Hanning  window  function 
(0  <  j,k  <  N-1,  where  N  is  the  number  of  pixels  per  square  ROI-edge)  defined  by  [12]: 

H j  =  Wj  W]^>  Eqn.7 

and 


1 

2 


1  -  cos 


( 


2  7T  j  X 
N  -  1  ^ 


Eqn.  8 
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The  window  normalization  factor  is  defined  by 


Wss=  Z 


N-1 

—I 

],i^o 


Eqn.  9 


With  these  definitions  the  NFS,  in  units  of  mm^  is  given  by 


NPS 


I  DFT  (Hjk  Ijk)  1^ 
Wss 


Eqn.  10 


where  I  is  the  average-subtracted  ROI  and  P  is  the  monitor  pixel  size,  equal  to  0.15  mm  in  our  case.  As  a  check  on  the 
normalization  the  sum  of  the  NPS  values  divided  by  the  area  of  the  ROI,  should  yield  the  variance  of  the  pixel  values. 


Finally  a  radial-frequency  average  was  performed  by  averaging  all  pixels  in  the  2-dimensional  NPS  matrix  at  a  fixed  distance 
from  the  origin  in  frequency  space.  The  measurement  was  repeated  for  60  images,  and  the  individual- image  NPS  functions 
were  averaged.  In  this  manner  we  determined  the  NPS  (f)  function  of  spatial  frequency.  The  NPS  function  was  fitted  to  the 
following  empirically  determined  form  (all  logarithms  are  with  respect  to  base  10): 

log  (NPS  (f)  )  =  A  +  B  f  -  log  (D  +  f^)  , 

where  A,  B  and  P  were  treated  as  fitting  parameters  and  D  was  fixed  at  (1/256)^  to  prevent  the  NPS  from  going  to  infinity  at 
zero  frequency  [3].  The  NPS  algorithm  was  also  tested  on  simulated  Gaussian  noise  images  and  images  of  an  ACR  phantom. 
In  our  experience  the  effect  of  the  Hanning  window  was  fairly  significant.  Without  it  the  phantom  NPS  also  showed 
unrealistic  --  1/f^  frequency  dependence,  which  disappeared  on  use  of  the  filter. 


2.2  OBSERVER  STUDIES 

2.2.1  NODULE  GENERATION:  Gaussian  nodules  of  unit  amplitude  were  generated  using  Eqn.  1.  To  generate  blurred- 
disk  nodules  we  convolved  a  Rectangle  function  of  suitable  radius  with  the  Gaussian  function  defined  in  Equation  3.  Six  (6) 
nodule  sizes  with  radii  ranging  from  1.5  mm  <  a  <  15  mm  were  generated  and  the  blur  parameter  a  was  held  at  5  pixels  (0.75 
mm)  for  the  FB  disks  and  0.3  a  for  the  VB  disks.  The  display  window  (512  pixels  square)  was  not  large  enough  to 
accommodate  the  largest  disk  in  the  VB  condition.  We  did  not  employ  a  look-up-table  to  linearize  the  display  as 
recommended  in  Reference  3).  Linearizing  the  display  and  physical  imaging  chain  may  be  insufficient  since  a  significant 
source  of  uncorrected  non-linearity,  the  human  observer,  exists  beyond  it. 

2.2.2  IMAGES:  Fifty  (50)  screen-film  mammograms  were  digitized  (Lumisys  LS-lOO)  at  100-micron  spot  size  for  this 
study.  Note  that  the  digitizer  pixel  size  is  irrelevant  to  this  study  -  it  is  the  monitor  pixel  size  (0.15  mm)  that  enters  the 
formulae.  Typically  twenty  to  forty  512x512  ROIs  were  extracted  from  each  image  with  the  constraints  that  (1)  the  ROIs 
were  separated  by  at  least  100  monitor  pixels  (1.5  cm)  in  the  horizontal  or  vertical  direction,  and  (2)  the  ROIs  were  extracted 
from  areas  of  reasonably  uniform  breast  thickness.  ROIs  from  different  images  were  displayed  in  pairs  on  a  2048  x  2560 
monitor  (BARCO  MGD-5,  Clinton  Electronics,  Rockford,  IL)  driven  by  a  DOME  MD-5PCI  display  card  (Dome  Imaging 
Systems,  Inc,  Waltham,  MA)  using  a  Deli  Optiplex  computer  running  the  Windows  NT  4.0  operating  system.  A  simulated 
nodule,  as  described  above,  was  randomly  superposed  (i.e.,  added)  at  the  center  of  one  of  the  image-pairs.  An  algorithm 
using  histogram  analysis,  applied  separately  to  each  image  of  the  pair,  was  used  to  determine  linear  look-up-tables  to  display 
the  images  at  optimal  contrast  and  brightness.  The  region  used  to  determine  the  histogram  was  confined  to  the  central 
256x256  region  of  the  image. 

2.2.3  READERS:  Figure  2  shows  the  user  interface  for  the  human  reader  studies.  The  readers  for  this  study  were  paid 
subjects  (university  students  and  staff)  with  good  vision.  They  were  told  that  a  nodule  was  always  present  at  the  center  of 
one  of  the  image  pairs.  Their  task  was  to  indicate  with  a  pointing  device  which  side  (left-or-right)  was  more  likely  to  contain 
the  superposed  nodule.  A  modified  QUEST  algorithm  [13]  was  used  that  utilized  all  preceding  observer  responses  to 
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determine  the  amplitude  of  the  nodule  for  the  next  presentation,  to  achieve  a  target  detection  rate  of  92%  (corresponding  to  a 
d’  of  2.0).  QUEST  also  calculated  the  maximum  likelihood  estimate  (MLE)  of  the  threshold  amplitude  and  its  uncertainty. 
The  experiment  was  terminated  after  5 12  image  pairs  had  been  viewed.  The  MLE  value  of  the  nodule  amplitude  at  that  point 
was  defined  as  the  threshold  amplitude. 

The  readers  were  trained  on  200  ROI  pairs  randomly  drawn  from  the  set  described  above,  and  these  results  were  not  scored. 
Following  each  response  the  software  indicated  if  the  reader’s  selection  was  correct  or  incorrect.  The  continuous  feedback 
condition^was  maintained  for  the  duration  of  the  studies.  A  total  of  6  readers  performed  the  experiment  for  six  nodule-radii 
and  three  nodule  types  (Gaussian,  fixed  and  variable  blur  disks).  The  viewing  distance  was  not  restricted. 


Figure  2:  The  user  interface  for  the  2AFC  human  reader  experiments.  The  two  regions  shown  are  5 12  x 
5 12  ROIs  extracted  from  mammographic  images.  At  the  center  of  the  left  ROI  is  a  3  mm  (20  pixel)  radius 
blurred  pi.xel  disk  with  edge  blur  =  1  mm.  Reference  examples  of  the  disks  at  three  different  contrasts  were 
displayed  below  this  window. 


3.RESULTS 

3.1  NFS  Measurements 

Figure  3  shows  the  NFS  data  plotted  as  log,i)(NPS)  vs.  frequency  and  the  fitted  function  according  to  Eqn.  1 1.  The  fitting 
parameters  were  A  =  -2.0,  B  =  0.4  and  p  =  3.1.  The  parameter  p  is,  of  course,  the  exponent  of  the  inverse  power  law 
dependence  of  NFS  on  frequency,  i.e.,  if  the  constant  D  in  Eqn.  1 1  is  neglected,  then  tor  small  frequencies  NFS  ~  1/f  I’.  All 
curve  fitting  was  done  using  Sigma  Plot  software  (SPSS,  Chicago,  IL).  The  fitted  NFS  function  was  used  to  calculate  the 
threshold  amplitudes  of  the  nodules,  as  shown  in  Eqn.  6. 

3.2  Analytical  Threshold  Results  _  . 

3.2.1  Gaussian  nodules:  In  Figure  4  the  logarithm  of  the  amplinide  threshold  is  shown  versus  the  logarithm  of  the  radius  in 
mm.  This  is  seen  to  be  similar  to  Figure  I  in  Reference  3,  the  differences  could  be  accounted  for  by  the  differing  noise  power 
spectra  used.  The  peak  threshold  occurs  at  radius  =  29.8  mm.  Also  shown  is  a  straight  line  with  slope  0.5,  which  is  the 
limiting  behavior  at  small  radius.  It  is  seen  that  for  the  Gaussian  nodules  our  results  confirmed  the  findings  reported  in  the 
earlier  study. 
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3.2.2  Blurred  Disks:  For  the  blurred  disks  with  fixed  edge  blur  of  0.75  mm,  we  found  different  behavior,  as  shown  in  Figure 
5.  For  the  range  of  nodule  sizes  studied,  the  threshold  amplitude  decreased  as  the  radius  increased,  with  an  approximate  a’**'^ 
dependence.  Finally,  as  shown  in  Figure  6,  for  the  blurred  disk  with  variable  edges  we  found  behavior  similar  to  that  for 
Gaussian  nodules.  The  results  shown  here  are  for  o  =  ka,  with  k  =  0.3.  The  peak  occurs  at  radius  a  =  49.5  mm.  For  the 
NPWE  numerical  observer  we  obtained  qualitatively  similar  results.  The  only  substantive  difference  was  that  the  thresholds 
were  somewhat  higher  as  compared  to  the  FH  observer.  This  is  consistent  with  the  fact  that  the  NPWE  observer  is  necessarily 
less  efficient  in  detecting  signals  than  the  FH  observer. 


Figure  3:  This  shows  Noise  Power  Spectra  (NPS)  results  for  mammographic  backgrounds 
plotted  as  logic  (NPS)  vs.  frequency.  The  solid  line  is  the  empirically  determined  fitting 
function  described  in  Eqn.  11. 


log(radius) 

Figure  4:  Contrast-detail  plot  for  the  Fisher-Hotelling  numerical  observer,  showing  the 
variation  of  threshold  with  radius  (in  mm)  for  Gaussian  nodules.  Note  the  increase  in 
threshold  with  radius  for  radius  less  than  29.8  mm.  Also  shown  is  a  straight  line  with  slope 
0.5,  which  is  the  predicted  behavior  at  small  radius. 
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Figure  5:  A  contrast-detail  plot  for  the  Fisher-Hotelling  numerical  observer,  showing  the 
variation  of  threshold  with  radius  (in  mm)  for  fixed  blur  disks  with  a  =  0.75  mm.  Note  the 
uniform  decrease  of  threshold  with  radius.  The  straight  line  is  a  regression  fit  to  the  data 
points  with  slope  =  -0.5,  which  is  the  predicted  slope. 


Figure  6:  Contrast-detail  plot  for  the  Fisher-Hotelling  numerical  observer,  showing  the 
variation  of  threshold  with  radius  (in  mm)  for  variable  blur  disks  with  a  =  0.3  a.  Note  the 
resemblance  of  the  behavior  to  that  shown  in  Figure  4  for  Gaussian  nodules.  The  straight 
line,  the  limiting  behavior  at  small  radius,  has  slope  =  0.5.  The  maximum  occurs  at  a  =  49.5 
mm. 
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3.3  Human  Observer  Threshold  Results 

3.3.1  Gaussian  nodules:  Figure  7  shows  the  measured  thresholds  vs.  radius,  on  a  log-log  plot,  for  the  Gaussian  nodules.  The 
observed  slope  was  0.2  ±  0.09,  which  should  be  compared  to  the  predicted  value  of  0.5,  The  standard  deviation  of  each  data 
point  is  about  10%,  of  which  roughly  4%  is  the  case  sampling  error,  and  the  rest  is  inter-and  intra-  reader  variability. 

3.3.2  Disk  nodules:  Figure  8  shows  the  measured  thresholds  vs.  radius  for  the  FB  disks  with  a  =  0.75  mm.  The  observed 
slope  was  -0.28  ±  0,06,  which  should  be  compared  to  the  predicted  value  of  0.5.  Similar  results  were  observed  for  other 
values  of  a  in  the  range  0.075  <  a  <  5.00.  As  a  becomes  smaller,  the  threshold  amplitude  drops.  This  is  consistent  with  the 
notion  that  the  increased  edge  information  decreases  the  need  for  the  observer  to  rely  on  amplitude  to  detect  the  nodule.  For 
the  variable  blur  disks  the  threshold  data  were  observed  to  be  constant  to  within  the  experimental  uncertainty  (5%),  indicating 
that  one  is  near  the  peak  of  the  CD  curve  whose  general  form  is  shown  in  Fig.  4. 

3.3.3  Efficiency:  The  human  observer  and  ideal  observer  results  can  be  combined  to  yield  the  efficiency  of  the  human 
observer,  defined  as  the  square  of  the  ratio  of  human  and  ideal  observer  d’s[14].  This  reduces  to  the  square  of  the  ratio  of  the 
ideal  and  human  observer  amplitude  thresholds.  Typically  the  efficiencies  ranged  from  10%  to  20%  for  the  FB  disks,  with  the 
larger  disks  yielding  smaller  efficiencies,  and  25%-80%  for  the  Gaussian  nodules,  with  larger  nodules  yielding  greater 
efficiencies,  and  1 5%  to  50%  for  the  variable  blur  disks,  with  the  larger  disks  yielding  greater  efficiencies.  The  uncertainty  in 
the  efficiency  numbers  is  considerable,  about  30%. 


Figure  7:  Contrast-detail  plot  for  the  average  of  six  human 
observers  showing  the  variation  of  threshold  with  radius 
for  Gaussian  nodules.  The  regression  line  has  a  slope  of 
0.20±0.09,  which  should  be  compared  to  the  predicted 
value  of  0.5  for  the  FH  observer. 


Figure  8:  Variation  of  threshold  with  radius  for  the 
average  of  six  human  observers  for  fixed  blur  disks  with  a 
=  0.75  mm.  The  regression  line  has  a  slope  of  -0.28  ± 
0.06,  which  should  be  compared  to  the  predicted  value  of 
-0.5  for  the  FH  observer. 


4.DISCUSSION 

As  indicated  in  the  Introduction  these  experiments  were  undertaken  to  further  investigate  an  unusual  and  significant  result 
reported  earlier  in  these  proceedings.  Our  results  confirmed  the  earlier  findings  for  the  Gaussian  nodules.  The  NFS 
measurements,  on  an  independent  set  of  images,  are  in  good  agreement  with  the  quoted  range  of  exponents  in  the  earlier 
studies.  The  fixed  blur  results  can  be  understood  by  noting  that  as  the  disk  becomes  larger  the  edge  information  does  not 
shift  to  lower  spatial  frequencies,  as  is  true  for  Gaussian  nodules.  Therefore,  the  low  frequency  noise  does  not  interfere  with 
the  edge  information,  leading  to  increased  SNR  and  decreased  threshold.  While  the  shape  of  clinical  nodules  is  open  to 
question,  one  may  get  clues  from  the  field  of  Computer  Aided  Detection  (CAD)  mammography.  Researchers  in  CAD  have 
found  it  necessary  to  include  other  independent  features  to  characterize  clinical  masses,  e.g.,  edge  gradient,  spiculation, 
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texture,  etc.  Each  of  these  features  could  result  in  departures  from  the  scalability  assumption  and  a  study  of  their  effects  is 
warranted.  We  have  shown  that  the  presence  of  an  independent  edge  gradient  can  significantly  change  the  CD  diagram  from 
that  expected  for  scalable  nodules,  namely  one  can  observe  CD  curves  with  negative,  positive  or  near  zero  slopes  as  we  have 
demonstrated.  In  spite  of  significant  departures  from  the  underlying  assumptions  (linearity  and  stationarity),  the  Fourier 
method  appears  to  be  able  to  qualitatively  predict  CD  behavior  (the  value  of  the  radius  at  the  peak  of  the  CD  curve  tends  to 
be  overestimated).  Lastly,  this  study  emphasizes  the  need  to  consider  signal  properties  more  accurately.  The  historical 
progression  in  human  performance  modeling  has  been  from  simple  phantoms  (i.e.,  flat  backgrounds,  white  noise)  to 
phantoms  with  more  complex  backgrounds  (structured  phantoms  with  power  law  noise)  and  a  similar  emphasis  needs  to  be 
given  to  the  complexity  of  the  signal. 
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